Abstract: Infrared (IR) radiometry technology is an important method for characterizing the IR signature of targets, such as aircrafts or rockets. However, the received signal of targets could be reduced by a combination of atmospheric molecule absorption and aerosol scattering. Therefore, atmospheric correction is a requisite step for obtaining the real radiance of targets. Conventionally, the atmospheric transmittance and the air path radiance are calculated by an atmospheric radiative transfer calculation software. In this paper, an improved IR radiometric method based on constant reference correction of atmospheric attenuation is proposed. The basic principle and procedure of this method are introduced, and then the linear model of high-speed calibration in consideration of the integration time is employed and confirmed, which is then applicable in various complex conditions. To eliminate stochastic errors, radiometric experiments were conducted for multiple integration times. Finally, several experiments were performed on a mid-wave IR system with Φ600 mm aperture. The radiometry results indicate that the radiation inversion precision of the novel method is 4.78-4.89%, while the precision of the conventional method is 10.86-13.81%.
Introduction
With the development of IR detectors and radiometry technology, ground-based IR radiometric systems have become attractive, as they have the advantage of higher atmospheric transmittance compared with visible systems, and passive measurement can be used to hide the measurement systems. On the one hand, they are widely used for imaging and observation of the characteristics of military and scientific objects, on the other hand, radiometry technology tends to be topical for obtaining the infrared characteristics of targets at distances of tens or hundreds of kilometers. With this sort of study and application, infrared radiometric systems often require calibration against a blackbody near the entrance pupil. In fact, the discrepancy between calibration and actual radiometry in the outfield can create significant radiometric errors unless the attenuation is accurately taken into account [1, 2] .
The air is opaque to certain IR wavelengths and transparent to others. For example, the visible spectrum band (0.4-0.75 µm) is almost uniformly transparent. However, for IR light, there is a complicated atmospheric transmission curve, with many narrow absorption bands due to molecular resonances. The 3-5 µm window, namely mid-wave infrared (MWIR), is one of the most commonly used bands in infrared radiometry technology for long-range observation and target recognition [3] . The MWIR spans an atmospheric window with very strong absorption bands due to water (H 2 O) and carbon dioxide (CO 2 ). As is shown in Figure 1 , there is a strong CO 2 absorption band within the 3-5 µm window at around 4.2-4.4 µm, marked with a red line [4] . For high-precision radiometry, it has a noticeable effect. Therefore, it is desirable to correct the atmospheric transmission for target signature radiometry and recognition. The air force atmospheric laboratory has been working on global atmospheric research, and is one of the earliest scientific research institutes to carry out atmospheric study. Some scholars, such as Yin, conducted infrared radiometry on the sea surface [5] , Wei has developed software for atmospheric correction [6] , and Han has studied the effect of atmosphere transmission on IR radiation features of targets and backgrounds [7] . When involving infrared radiometry, the effect of the atmospheric transmittance and the air path radiance cannot be disregarded.
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High-Speed Calibration
Radiometric calibration of an IR system is essential to accurately determine the target's radiance or temperature. In the outfield, it is worthy of an infrared radiometric system to provide high mobility and efficiency. Hence, the extended blackbody calibration method is adopted, which is suitable for large-aperture IR systems. The pattern of this method for a large aperture system is displayed in Figure 2 . Additionally, IR radiometric systems are generally operated in a high dynamic range of irradiance. The alteration of the integration time could increase the dynamic range. The trouble with conventional calibration is that it has to be conducted at every integration time, which is time-consuming [12] . In order to meet high-dynamic range requirements in radiometric applications, the IR imaging systems are usually calibrated at different integration times; therefore, the model of high-speed calibration that includes the integration time can be described as:
where G i,j is the gray value of the (i, j)th detector in the array, and, t is the integration time in units of ms, R i,j is the normalized radiation flux response, ε is the emissivity of the calibration source, L(T) is the radiance of a blackbody at temperature T, G out is the offset caused by the ambient temperature, and G in is the offset caused by internal factors.
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, , From Equation (1), we can see that the gray value is linear with the integration time and radiance. Hence, once the integration time and the temperature have been obtained, the calibration result at a random integration time may be calculated from Equation (3) by high-speed calibration that includes the integration time:
The observed targets are detected in the outfield in a large range of IR radiances; therefore, it is vital that the IR systems have the same high dynamic range, in order to detect the overall information of targets. Therefore, several different integration times are selected to avoid saturation of the detector. Thus, the output gray value of the detector pixel can be expressed as: The radiance of the target can be calculated by:
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where ε 2 is the emissivity of the target, τ atm is the atmospheric transmittance, T 0 is the surface temperature of target, t is the integration time, R i,j is the normalized radiation flux response, G out is the offset caused by ambient temperature related with t, G in is the offset caused by internal factors unrelated with t, and L path denotes the path radiance.
The radiance of the target can be calculated by:
where R i,j , G out and G in can be determined by high-speed calibration as proposed above in this paper.
Atmospheric Transmittance Correction Based on a Constant Reference
In Equation (5), τ atm and L path can be obtained by atmospheric transmittance calculation software such as MODTRAN4.0 and CART (Anhui Institue of Optics and Fine Mechanics, Anhui, Anhui, 2009) [13] . Under general conditions, the multiband radiometer can measure the profile of aerosols and an automatic meteorological data logger can provide data of visibility, temperature, and humidity [14] [15] [16] . Considering this, MODTRAN4.0 computes the transmittance of the spectrum with a spectral resolution of 1 cm −1 and CART the local atmosphere, then the average transmittance can be acquired with the combination of the two models under the operating band [17] . It is observed that the measurement of the transmittance by software is indirect [18] . Sometimes, the accuracy of this method can hardly be guaranteed.
To further improve the accuracy of IR radiometry, a novel method by which the atmospheric transmittance could be acquired directly is proposed.
The target emits radiation: (1) some of it is absorbed by the atmosphere τ abs ; (2) another part passes through the atmosphere τ atm ; and (3) a last portion is scattered by atmosphere τ scat . Thus:
where τ abs is the ratio of absorption, and τ scat is the ratio of scatter.
In the pure atmosphere, aerosols can be ignored in the horizontal direction and at low angles of pitch; especially, for the transmission of IR radiation, the scatter is minimal compared with the transmittance and absorption [19] . Thus, L path can be expressed as:
where T e , is the ambient temperature. Suppose that the reference is characteristic of uniformity and has a fixed temperature T m . Therefore, the atmospheric transmittance τ atm can be obtained according to Equations (5) and (7) as:
Equation (8) states that if a standard radiance has been available, the transmittance could be easily obtained. Therefore, atmospheric transmittance correction based on a constant reference for high precision and wide dynamic IR radiometry is proposed in this study. This method is part of the direct measurement, which has the characteristic of high accuracy. Compared with the method by a standard blackbody as a reference, our method only takes advantage of a constant reference; thus, it is fit for the requirements of IR radiometry in the outfield
Experimental Results
Experimental Setup
To verify the feasibility of this method, a verification experiment was carried out. The infrared detector operates in the 3-5 µm waveband, and it is composed of 640 × 512 pixels with a 14-bit digital output. The system has a diameter of 600 mm and a focal length of 1200 mm. The calibration source's emissivity is 0.97, and the temperature range is 0-125 • C.
High-Speed Calibration
As is illustrated in Figure 3a , when the temperature of the extended blackbody is constant, the gray value is linear with the integration time. Additionally, the responsivity increases with the rising temperature of the blackbody. As is shown in Figure 3b , the gray value is linear to the radiance. Additionally, the responsivity increases when the integration time rises.
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(a) (b) The calibration equation can be obtained from Equation (2) .
The calibration results at integration times of 1500, 2000, and 3000 μs were obtained by Equation (7), and then compared with the standard ones. The errors are shown in Figure 4 . The temperatures of the blackbody vary from 20 to 100 °C at an interval of 20 °C. The maximum error between the actual calibration results and calculated results is 1.40% and the calibration error of the system is 0.63%, which demonstrates that the high-speed calibration method ensures the accuracy of the radiometric calibration. Therefore, the high-speed calibration method is valid for IR imaging systems to improve the efficiency of radiometric calibration. The calibration equation can be obtained from Equation (2) .
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Atmospheric Transmittance Calculation
In the conventional method, the atmospheric transmittance is calculated with software. CART [20] software is used for atmosphere transmittance correction in this radiometry. During the experiment, the ground average temperature was about 7.5 °C, the pressure was about 856 hPa, the relative humidity was about 20%, the angle of pitch was 0°, the altitude was 1400 m, and the visibility was about 23 km. The distance from the system to the target was 830 m. The average atmospheric transmittance in waveband 3-5 μm was 
The temperature of the reference was 36 °C and the radiance was 1.966
near the target. To reduce the error, the image obtained at different integration times 2000, 3000, and 3500 μs were employed, and the results are shown in Table 1 . From Table 1 , we can see that the radiance distribution of the reference is uniform and stable, so there was a steady transmittance. The average of the atmospheric transmittance was 0.7977. G/DN, Response gray value of infrared detector.
Radiometry of an IR Target
Images of the targets at temperatures from 20 to 100 °C at an interval of 20 °C were collected, and the integration time of the infrared imaging system was set to 2000 and 3000 μs. The gray image of the target at a distance of 830 m is shown in Figure 5 . 
Atmospheric Transmittance Calculation
In the conventional method, the atmospheric transmittance is calculated with software. CART [20] software is used for atmosphere transmittance correction in this radiometry. During the experiment, the ground average temperature was about 7.5 • C, the pressure was about 856 hPa, the relative humidity was about 20%, the angle of pitch was 0 • , the altitude was 1400 m, and the visibility was about 23 km. The distance from the system to the target was 830 m. The average atmospheric transmittance in waveband 3-5 µm was τ atm1 = 0.7399, which was calculated by MODTRAN4.0 using the above-measured parameters, and the path radiance.
In this paper, as the temperature of ambience was about 7.5 • C and the radiance was L(T e ) = 0.6884, the path radiance can be expressed from Equation (7) as:
The temperature of the reference was 36 • C and the radiance was 1.966 W · m −2 · sr −1 near the target. To reduce the error, the image obtained at different integration times 2000, 3000, and 3500 µs were employed, and the results are shown in Table 1 . From Table 1 , we can see that the radiance distribution of the reference is uniform and stable, so there was a steady transmittance. The average of the atmospheric transmittance was 0.7977. G/DN, Response gray value of infrared detector.
Radiometry of an IR Target
Images of the targets at temperatures from 20 to 100 • C at an interval of 20 • C were collected, and the integration time of the infrared imaging system was set to 2000 and 3000 µs. The gray image of the target at a distance of 830 m is shown in Figure 5 . As shown in Figure 6 and Table 2 , the results calculated by MODTRAN4.0 at 2000 μs show that the maximum error was 13.81% and the average error was 7.00%; on the whole, the system error of the root mean square (RMS) was 7.63%. The results using the proposed method demonstrate that the As shown in Figure 6 and Table 2 , the results calculated by MODTRAN4.0 at 2000 μs show that the maximum error was 13.81% and the average error was 7.00%; on the whole, the system error of the root mean square (RMS) was 7.63%. The results using the proposed method demonstrate that the As shown in Figure 6 and Table 2 , the results calculated by MODTRAN4.0 at 2000 µs show that the maximum error was 13.81% and the average error was 7.00%; on the whole, the system error of the root mean square (RMS) was 7.63%. The results using the proposed method demonstrate that the maximum error was 4.78% and the average error was 1.92%, the RMS of the system error is 2.67% at 2000 µs. Similarly, at 3000µs, the results by software show that the maximum error was 10.86%, the average error was 6.94%, and the RMS of the system error was 7.41%. In contrast, the results by the constant reference show that the maximum error was 4.89% and the average error was 1.15%; and the RMS of the system error was only 2.12%.
Both integration time experiments reveal that the method based on constant references is more accurate for atmospheric inversion than the method based by software. The error tends to be moderate in the range of 50 • to 120 • at any random integration time.
Conclusions
This paper introduces an approach for revising atmospheric transmittance for high-precision and wide-dynamic IR radiometry. The effect of the atmosphere on IR radiometry has been analyzed, and a model of high-speed calibration considering integration times suitable for the outfield employed; therefore, the calibration equation at random integration times was able to be deduced immediately [21, 22] .
Then, based on ambient temperature and constant reference, an approach to calculating the atmospheric transmittance and the path radiance was proposed. The transmittance was acquired at 2000 and 3000 µs to eliminate stochastic error. Finally, calibration and radiometry experiments were performed based on a MWIR system with Φ600 mm diameter to evaluate whether the proposed method is effective for IR radiometry for even greater precision. The experimental results at 2000 µs and 3000 µs illustrate that the revised method yields high precision: (1) this method remedies the atmospheric transmittance and the path radiance accuracy in horizontal direction and low angle of pitch for high-precision in the outfield; (2) instead of expensive atmospheric observation devices, like laser radar and solar radiometers, it reduces the cost and the complexity of calculations; and (3) the proposed method is able to radiometers, it reduce the atmospheric transmittance and the path radiance in real-time, which makes the result direct, effective, and fit for the outfield. It has to be pointed out that the radiometric results are relevant to the uniformity and invariability of the reference. However, these problems could be solved if a suitable reference is picked up.
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